A MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
) STATE PUBLIC HEALTH LABORATORY

-/BREATH ALCOHOL PROGRAM

£ INTOX DMT MAINTENANCE REPORT (RECE’VED

somplete this report at the time of the regular monthly preventive maintenanc By Carol Day at 3:42 pm, Jul 18, 2016
somplete this report whenever the insttument is serviced or repaired and whelsormoprovearro-oorTmes
2etain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

RT #1

TOX DT SH NAME OF AGENCY DATE OF INGPECTICH
500177 Missouri State Highway Patrol 07H2/2018

COATION OF HISTRUMENT (STREERT AND CITY) TINE OF INSPECTION
Pulaski County Sheriff's Dept. 301 Historic 66, W 00:03:24

SHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits. {Write in observed
-alues where determined). Unmarked items must be corrected before using instrument.

Xl DIAGNOSTIC RECORD

DATE AND TIME _07/12/2016 00:03:26 DETECTOR

&} PROGRAM K FILTER 1

SAMPLE CHAMBER 48.7°C B FILTER?2

XI BREATH TUBE _46.2°C Kl FILTER 3

K PUMP BRI INTERNAL STANDARD
3REATH ANALYZER ACCURACY STANDARDS

{1 SIMULATOR STANDARD Xi COMPRESSED ETHANOL-GAS MIXTURE
T STANDARD SUPPLIER_INTOXIMETER LOT#_AG516801 . EXP. DATE _08/17/2017
3 SIMULATOR TEMP (34°C £ 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

X1 CALBRATION CHECK - {(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tesls using a standard. All three tests must be within £5% of the standard value and must have a spread

of .005 or less. Mark the box cornresponding to the standard being used.
0 10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

[ 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[0 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

FEST 1. 0.095 TEST 2. 0.085 TEST 3:0.085

g PERFORMRF.I TEST

NDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT.

REFUSALS: 1 0-.04: 0 06-09: 2 A0-14: 3 A5-19: 0 OVER 19: 0

15T ANY NEW PARTSE AND DESCRIBE AlY ALTERATION OR MCGIF:CATION THAT WAS MADE TO RESTORE THE INSTRUMENT TGO OPERATE SATISFAGTORILY AND WHTHIN
ISTABLISHED LIMITS {USE OTHER Si0E IF HECESSARY) ’

RINT FULL N

A "" _,'i? il,/'{",:-{uif"’,; GREGA WEDDLE
“YPE i PERLUT NUMUER’ EXPIRATION DATE TE'LEPHONF., HUMBER
260145 0316/2018 573-368-2345
JETURN COMPLETED REPORT TO THE  8reath Alcohol Program, MO Depariment of Health and Senior Senvices
Southeast District Office
2875 James Bivd, Poplar Bluff, MO 83901
0 SRNLZRCGR {3.17) AR EQUAL GPPORTUNITYAFFIRMATIVE ACTICH EMPLOYER LAHAES

sernces piowided an a nendiscriminatorny hasss



Airgas USALLC {LAB)
3500 Bernard Streel

5t. Louis, Mo. 63103
Ph. {314} 533-3100
Fax: {314) 533-7328

Certificate of Analysis

Customer Name Test Date:  17-Jun-2015
intoximeters, Inc.

20814 Craig Road

St. Louis, Mo 63146

Lot # AG516801

Exp. Date Cyl. Type Caomponent Certified Concentration
17-Jun-2017 108 Ethanot 0.100 + 2% BrAC {260 ppm)
Nitrogen Balance

Certification Traceable to N.LS.T. RGM Ethanol Standards:

Serial No. Concentration Serial No. Concentration
EBOD10581 391.8 ppm EBQ010603 392.5 ppm
EBGO10570 259.8 ppm EBO(310559 258.9 ppim
EB0010285 209.0 ppm EB0010595 208.9 ppm
EBO0O10561 103.7 ppm EB0010562 104.9 ppm
EBD0106381 52,22 ppm EBG010579 52.94 ppm
Analytical Method: NDIR

igataly signed by Quntity Conlrck
Dala 201506 1/ 151111 .0500

T Reason Dy gas slnadird comtification of snadysis
tacabon Argas USALLC (Lab) Analyst

Rod Marsala

1SO 17025:2005 A2LA accredited, Certificate Number 2389.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALGOHOL PROGRAM

TYPE II
- GREG A WEDDLE

is hereby authorized to instruct and supervise operalors, train instructors, inspect, calibrate, perform field service and repairs,
and operate tha following breath analyzar(s):

I DATAMASTER, INTOXDMT

for the determination of the alcoholic content of blood [rom a sample of expired air. Permilissued under the provisions of sactions
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

DATE _ 3162016 A ey N
SIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 260145 S
I L . e e e, _._____/;»//// L

ExpiRes 1620018 L e
DIRE()TOR OF DEF’.‘\R’TMENT OF HEALT t AND SENIQR SERVICES

L AB-4 {A6 10}

B0 554G 077 4510}

< STATE OF MISSOURI
7\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
"} BREATH ALCOHOL PROGRAM

" INSTRUMENT OPERATOR CARD

fhe named cardholler is authereed (o sperale an owxdenhof trepth acohol
instunnent for the detemenation of the aleoliole content in hreath forn of expiced air
i Missoue

bl

QOperator WEDDLE, GREG
Permit No 260145
Date Issued 341672016 Date Expires 316/2018




